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Abstract —Cerenkov technology is often the optimal choice for 
particle identification in high energy particle collision applica¬ 
tions. Typically, the most challenging regime is at high pseu¬ 
dorapidity (forward) where particle identification must perform 
well at high laboratory momenta. For the upcoming Electron 
Ion Collider (EIC), the physics goals require hadron (tt, K, p) 
identification up to ~ 50 GeV/c. In this region Cerenkov Ring- 
Imaging (RICH) is the most viable solution. 

The speed of light in a radiator medium is inversely proportional 
to the refractive index. Hence, for particle identification (PID) 
reaching out to high momenta a small index of refraction is 
required. Unfortunately, the lowest indices of refraction also 
result in the lowest light yield (^^ocsin^ (^c)) driving up 
the radiator length and thereby the overall detector cost. In 
this paper we report on a successful test of a compact RICH 
detector (1 meter radiator) capable of delivering in excess of 10 
photoelectrons per ring with a low index radiator gas {CFa)» The 
detector concept is a natural extension of the PHENIX Hadron- 
Blind Detector (HBD) achieved by adding focusing capability at 
low wavelength and adequate gain for high efficiency detection 
of single-electron induced avalanches. Our results indicate that 
this technology is indeed a viable choice in the forward direction 
of the EIC. The setup and results are described within. 

Index Terms —Cerenkov detectors, RICH Detectors, Micropat¬ 
tern gas chambers, GEM detectors. Particle measurements. 
Particle detectors. Nuclear physics instrumentation. 

1. Introduction 

T He Electron Ion Collider (EIC) m, envisioned to be 
constructed during the early 2020 s will, for the first time, 
precisely image the gluons and sea quarks in the proton and 
nuclei. It will accelerate polarized electrons and a variety of 
light and heavy ions, from H (p and d) to U, of which the 
lightest ions can also be polarized. The EIC aims to completely 
resolve the internal structure of the proton and explore a new 
QCD frontier of ultra-dense gluon fields in nuclei at high 
energy. It has been given highest priority of the U.S. QCD 
community m for new construction. 

A detector capable of measuring the fragments of Electron- 
Ion collisions has to overcome a number of challenges. The 
particle fiow is highly boosted into the forward direction due 
to the beam kinematics, which creates a very high density 
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of high momentum particle tracks in the laboratory frame. 
A solution for Hadron particle identification (PID) is a Ring 
Imaging Cerenkov (RICH) detector with at least two radiators, 
with larger refraction index for covering small(er) momenta 
and small refraction index for covering the highest momentum 
range. The latter is usually achieved by using gas as radiator 
medium. However, the number of photoelectrons is limited due 
to the relatively small number of single photons “produced” 
in the dilute medium. 

Our RICH concept has been developed with the goal of 
achieving PID at 50 GeV/c using only 1 meter of radiator gas 
but with sufficient number of photons. Our detector prototype 
was tested as 

1 ) proof-of-principle test in an electron-test-beam environ¬ 
ment at SLAC ESTB (End Station (A) Test Beam) and 

2 ) under real-test conditions within a test-beam environment 
with various hadrons at various momenta at ETBE (Eer- 
milab Test Beam Eacility). 

The windowless technology as well as the use of a 
wavelength-tuned mirror will minimize the loss of photons and 
will establish a successful operation of a RICH detector despite 
its short radiator length. Such detector will be extremely useful 
for experiments that require PID up to highest momenta but 
might be limited in space. 

In the following sections we describe the unique RICH tech¬ 
nology, the detector prototype setup, and the operation at the 
test-beam facilities. Results from the tests will be described 
and discussed. 

H. Windowless RICH technology 

Eor semi-inclusive and exclusive measurements in an EIC 
detector particle identification will be a critical element. One 
aims for hadron identification with better than 90% efficiency 
and better than 95% purity. Pions and kaons have to be 
positively identified, whereas for protons a negative particle 
identification suffices, i.e., a particle is neither identified as 
an electron, pion, nor kaon. Eor higher momentum particles 
(forward direction) one needs to achieve these measurements 
to momenta of up to 50 GeV/c. Only RICH detectors with a 
low refractive index gas as radiator can operate in this regime. 
Tetrafiuoromethane CE 4 has the lowest index of refraction 
among all fiuorocarbons: n,.{A) - 1 ~ 5.5 X 10-4 for 140 
nm 13. 

Ring imaging requires the focusing of Cerenkov photons into 
a ring, whose radius is directly related to the Cerenkov angle. 
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One option is to perform the focusing with a mirror and place 
the photo-detector at its focal plane. 

Cerenkov light yield follows the relation (H, lO 

( 1 , 

^ ^rmn 

Here e{X) is an overall efficiency which leads to the detection 
of the number of photo-electrons N^.e. from the number of 
photons and includes effects due to absorption, refiection, 
transmission, and detection probability. Z is the charge of the 
incident hadron in units of the elementary charge. The most 
effective way to maximize is to pursue low wavelengths 
as driven by the ^ term from Eq. and also by the tendency 
of most photosensitive materials to have increasing quantum 
efficiency with decreasing wavelength. Consequently, the de¬ 
tection of Vacuum Ultraviolet (VUV with 200 nm > A > 100 
nm) photons should be the principle goal in making the 
most compact detector design. Challenges are provided by the 
fact that common mirror materials have a cutoff wavelength 
above the VUV-range and that many common photo-detectors 
use cathodes that are physically separated from the radiator 
medium by a window. To overcome these challenges several 
technologies have been implemented in the presented proto¬ 
type setup making it the first windowless RICH detector: 

A. Windowless photocathode 

B. VUV high reflective mirror coating 

C. Quintuple GEM photo-detector 


A. Quintuple GEM 



Eig. 1: (Color online) RICH Gem featuring 12 HV sectors, 20 
MO resistors, and Cu-Ni-Au surface (produced at the CERN 
PCB workshop). 


The Gas Electron Multiplier, invented by E. Sauli in the 
mid-1990s El serves as the general amplification structure 
for the RICH detector prototype. A thin polymer foil with 
copper-cladding, perforated with a high density of microscopic 
holes acts as the element for electron multiplication due to 
applied high-voltage across the capacitor-like structure. The 
foils can be stacked such that the amplification load is reduced 
at each element, allowing for safe operating conditions. Eor 
using GEMs as photomultipliers, two steps are required. Eirst 


the GEM surface itself should be made non-reactive with 
the photocathode material. As such the GEMs used for our 
research have Ni and Au over-coatings to hide the copper (see 
Eig. [^. Second we deposit a thin layer (~ 300 nm) of Csl 
on top of the GEM that is facing the radiator medium (see 
Fig. Csl is widely used in gaseous photon detectors as 

well as in RICH applications, for example in the HBD in 
the PHENIX CH experiment. The procedure for covering the 
GEMs with Csl, which we followed is described in detail in 
m . This research is correctly characterized as an evolution of 
the HBD effort to a focused design. More details are discussed 
in Sec. HIUAl 

Based on the experience with the HBD in PHENIX we do not 
expect aging effects, also, because the overall rate in a future 
EIC detector is low compared to Heavy Ion experiments where 
the HBD was situated. This is also expected for the LHCb 
experiment 1 ^ . 


Reverse Bias Forward Bias 



Eig. 2: (Color online) Quintuple-GEM configuration with 
readout pads anode. Eive GEMs with a distance of ~ 1.6 
mm from each other serve as amplification device with high 
efficiency for single photoelectrons. The top GEM is covered 
with a Csl layer providing a photoelectrode. Left: reverse 
bias mode for rejecting primary ionization electrons. Right: 
Eorward bias mode for use as track position sensitive device 
(without photoelectrode). 

The motivation to use as many as five GEMs stems from 
two factors. Eirst, we must achieve high detection efficiency 
for avalanches induced by single photo-electrons. Experience 
with the PHENIX HBD showed that the application of the 
Csl layer could, in some cases, limit the gain capability of 
that particular GEM. The PHENIX HBD (triple GEM) was 
run at a gain of 4000, which resulted in the hardware zero- 
suppression being set at a pulse height equal to the mean 
signal generated by a single photoelectron avalanche. The 
gain process will yield a Polya distribution (well approximated 
here by an exponential) indicating that the PHENIX efficiency 
for single photoelectron avalanche detection was ^ ~ 37%, 
unacceptably low for our current application. Although it can 
well be expected that a fourth GEM would provide more than 
sufficient additional gain (see, e.g. Ill), a secondary concern 
arose during the design phase. The success in achieving high 
gain from a photosensitive GEM stack is partly due to the 
fact that the photocathode itself is optically shielded from the 
avalanche. By introducing a mirror into our RICH, we risked 
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background light from avalanches in the hrst hole layer (CF 4 
produces light at ~ 160 nm during avalanche) being reflected 
back onto the photocathode surface. The addition of a fifth 
GEM allowed us to optionally operate the photosensitive GEM 
at a gain near 1 (using 80% of the nominal AV) to minimize 
this possibility. During our SLAG run we verified that: 

1) We could indeed operate the detector at gain=l in the top 
layer with no measurable signal loss. 

2) Any photon feedback from the top layer reflected by the 
mirror was negligible. 


Thus, the eventual application of this technology is likely 
feasible using only four GEMs. As a final precaution against 
optical feedback, each GEM was stacked with a 90 degree 
rotation as compared to its neighbors, thereby making a 
minimal and uniform optical transparency. 

Scintillation light is in general a potential problem for 
Cerenkov counters using highly UV transparent gases such 
as CE 4 . However, for the detection of particles with velocities 
/3 ^ 1 this will not pose a problem in measuring the signal 
due to the high granularity of the readout. 

A stack of five GEMs, to our knowledge, has not been used 
before. We routinely achieved gains in excess of 10^ in the five 
GEM configuration without a single spark over an integrated 
time of roughly four weeks in beam. More details on this issue 
will be provided in Sec. III-A[ 

Because of the large number of amplification elements elec¬ 
trons from primary ionization in the gas volume of the transfer 
gaps will be amplified, yielding hits. In this sense, even when 
operated in reverse bias, this detector cannot be considered as 
truly ’’Hadron Blind”. Nonetheless, by having the ionization 
trail of ionizing particles undergo one fewer avalanche step, the 
”MIP” hit becomes of merely comparable average pulse height 
to that induced by a single photoelectron. The relative size 
of photoelectron signals and ionization trails can be further 
tuned by optimizing the transfer gap sizes and the transmission 
efficiency of electrons from previous amplification elements. 
A resistor chain supplied a potential difference across the 
GEMs for amplification, transmission of electrons through 
the GEMs and the transfer/induction gaps. An independent 
power supply between a mesh and the top of the first GEM 
provided an independent potential difference. The mesh was 
made from stainless steel with 88 % optical transparency 
and allowed photons to pass through with high probability. 
Electrons liberated by the passage of a charged particle in 
the gas volume between the mesh and the top of GEMl 
might avalanche and thereby mimic the signal from true 
photoelectrons. The so-called ’’reverse-bias” configuration is 
achieved by setting the mesh voltage less negative than the 
top of GEM 1. In reverse bias mode these ionization electrons 
will drift towards the mesh, thus preventing them from being 
amplified. So long as the reverse bias is very slight very 
few photoelectrons drift to the mesh. These electrons will 
predominantly experience the electric held from the capacitor- 
like structure and be directed into the hole. Eurthermore, it is 
well known that operation of a photocathode in the presence 
of gas can result in electron loss due to collisions with the gas 
molecules that ’’reflect” the electrons back into the cathode. 


This effect is minimized by having a strong electric held at 
ah points along the photocathode surface. The electric held 
characteristics of the ’’standard” GEM hole geometry (70 //m 
holes, 140 yum pitch) were analyzed in great detail for the 
PHENIX HBD and found to be a virtually ideal cathode which 
(when operated with a SMALL reverse bias) both efficiently 
produced and transported photo-electrons to the holes. Larger 
pitch devices (e.g. some thick GEM geometries) may be less 
efficient as photocathodes unless carefully tuned via detailed 
electrostatic calculations. 

The quintuple-GEM setup has been tested regarding its gain 
value and uniformity. A radioactive source (^^Ee) with well 
known intensity was used to create a signal for the quintuple- 
GEM. The procedure will be further discussed in Sec |III-B| 
A known amount of charge is deposited in the drift volume 
of the GEM-detector, in forward bias, and compared with the 
charge reaching the readout and processed electronically based 
on the APV25 chip ifT^ and a Scalable Readout System (SRS 
El) as back-end. Varying the potential across the GEM-stack 
results in various gain settings. 

The readout plane of the detector is a square array composed 
of 512 tessellated hexagons with an apothem of ~2.5 mm to 
detect and determine the position of the individual photoelec¬ 
trons. 

The APV25 chip has 128 readout channels, each consisting of 
a 50 nanosecond CR-RC type shaping amplifier, a 192 element 
deep pipeline and a pulse shape processing stage. 

The SRS is designed around a bivalent scalability concept 
and introduces a modular concept that offers the possibility 
to connect different front-end ASICs to the standard SRS 
electronics, allowing the user to choose the most suitable front- 
end for the detector technology employed. Eor the presented 
setup four APV25 chip cards have been connected to the 
readout pads with two cards each daisy-chained and connected 
to the EECs. 

The noise introduced in the described setup was identified to 
be ~ 600 e“. Eor single photon detection with a S/N of 10/1 
a gain of less than 10 ^ is required. 

Eor obtaining a reliable signal one has to trigger the readout 
of the signal outside the noise-band. Dependent upon the 
reliability requirement of the signal readout one chooses 
typically several sigmas of the noise-level. With increasing 
sigma-levels the efficiency of collecting events decreases while 
increasing the purity of events, i.e., the chance of collecting 
real events and not noise. 

In order to avoid damages due to electric breakdowns one 
has to minimize the energy that can be stored on the GEM. 
The stored energy in a capacitor is E = with C 

the capacitance and V the applied voltage. Consequently, one 
can either reduce the capacitance or voltage applied across 
the capacitor, or both. The reduction in capacitance can be 
achieved by reducing the area of the capacitor. Eor a GEM 
foil one can subdivide the surface into smaller areas, i.e., 
introducing electrically insulated sectors on the surface. Our 
GEMs were divided into 12 sectors across the 10x10 cm^ 
surface as shown in Eig. This high segmentation is driven 
by the fact that using CE 4 as the avalanche gas moves the 
operating voltage across each GEM to nearly double that used 
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in more common gases (e.g. Ar:C 02 70:30). High voltage 
(HV) across the multi-GEM stack was provided through a 
resistor chain. 

B. VUV mirror 

Due to the limited reflectivity of typical regular mirror 
coatings for photons at smaller wavelengths a specialized 
mirror technology has been deployed by commercial partners 
that provides sufficient reflectivity deep in the VUV. This 
technology uses a carefully tuned thickness of MgF 2 . The 
focusing mirror is polished (RMS =20 A) fused silica coated 
with A 1 and MgF 2 approximately 250 A thick, so that 
thin film effects are playing a role: MgF 2 , under regular 
circumstances is not transmissive below ~ 140 nm. At this 
thickness the overcoating not only protects the A1 from 
oxidation, but also serves as a thin-fllm reflector with a peak 
reflectivity at A=120 nm. The relatively small mirror (0 18 cm 
with curvature radius of 2 m) for the detector prototype was 
purchased from Acton (Princeton Instruments, Acton Optics 
& Coating). Due to prohibitively high cost, we will attempt 
to develop a large mirror ourselves for deployment at the EIC. 


III. RICH Detector Prototype 
A. Detector Prototype Setup 

The detector prototype consists of a one meter long, 20 
cm radius cylindrical tank made out of stainless steel. The 
cylinder was designed such that one can apply high vacuum 
(10“^ Torr) conditions to the setup and to allow for various 
insertions {e.g. for testing) and quick gas exchange 

without breaking the seal. Neither the detector plane nor the 
mirror could mechanically withstand a differential pressure of 
one atmosphere. Vacuum conditions were therefore applied 
to both sides of these devices by installing massive removable 
covers (flanges) over their exterior surfaces. These covers were 
removed while accepting beam. 

The quintuple-CEM module acted both as the detection plane 
and as the entrance window. The mirror, located at the far 
end of the tube, also served double-duty by being both the 
focusing device and the exit window. A diagram of the setup 
can be seen in Fig. and a photograph of the setup in Fig. 
Standard 10x10 cnr CEMs with a hole diameter of 70 pm 
and 140 pm pitch were used. 

In a test-beam environment the charged particle traverses 
the radiator, from left to right (Fig. [^. The photons of the 
Cerenkov cone are reflected from the mirror of the right side 
and focused onto the readout plane on the left side. The 
curvature radius of the mirror is 2 m such that the focal plane 
of the mirror coincides with the surface of the Csl-coated 
CEM. Here, photoconversion takes place and the photoelec¬ 
trons released are accelerated into the CEM structures and 
undergo multiplication to produce a sizable electronic signal 
on the readout plane. 

Csl-coating is a well established procedure and was success¬ 
fully used for the HBD ifT^ for the PHENIX experiment. So 
long as the photocathode exceeds a certain minimum thickness 
of photosensitive material (enough to absorb the photon) the 


Readout 



Fig. 3: (Color online) Schematic diagram of the RICH detector 
prototype setup. 



Fig. 4: (Color online) Photograph of the RICH detector 
prototype setup. 


quantum efficiency is high. This minimum thickness was mea¬ 
sured to be ~ 200 nm for Csl fT4l . and the described detector 
prototype used a layer of 300 nm or more. A reproducible 
high quantum efficiency of up to 70% at smallest wavelengths 
(~ 120 nm, see also 03 ) has been achieved which allows a 
very efficient use of CsI-GEMs as photocathode material. 

A recirculating gas system, providing the CF 4 radiator with 
high purity (grade 5.7), was constructed and used especially 
for the test-beam setup. Recirculation, for saving the rather 
costly radiator gas, requires a puriflcation system that removes 
those contaminants which negatively affect the operation of 
the RICH. In particular, H 2 O can cause the Csl-layer on 
the GEM foil to change its composition and degrade the 
quantum efficiency. O 2 is electronegative and will reduce the 
electron avalanche needed for a proper signal readout, and 
more importantly, reduces the transparency in the gas for VUV 
photons as does H 2 O. These contaminants were reduced with 
commercial puriflers (Cu-catalyst and molecular-sieves m) 
well below the 1 -ppm-level. 

The gas system was equipped with a pump, mass flow con¬ 
trollers and a manometric system so that it could provide the 
detector system with a constant, slightly pressurized radiator 
medium (~ 2 Torr above ambient). 


B. Preparation 

The setup was tested in its flnal conflguration so that it 
was ready to be operated in a test-beam environment. The 
preparational tests consisted of gain calibration, pedestal 
correction, and common-mode noise calibration. These 
tests were performed before the setup moved to one of the 
test-beam sites and were also partially performed while at the 
test-beam site for verifying the functionality of the detector 
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prototype. 

Gain Calibration: Calibration of the gain was accomplished 
by using an ^^Fe source which could be inserted through a 
flange with a retractable arm. This allowed the source to be 
moved across the surface of the GEM. 

The source produced on average 110 electrons from each X- 
ray. The resulting signal throughout the GEM-stack was read¬ 
out via a capacitive pick-off circuitry which was attached to the 
bottom surface of the last GEM along the stack. Fig. shows 
the gain map across the whole area of the GEM module. The 
variation might be explained by a non-uniformity in flatness of 
GEMs throughout the stack. As can be seen from the colored 
surface, most of the area has variations of <~ 10% and thus 
well within tolerable levels. 

The efficiency of picking up the signal above threshold de¬ 
pends on the gain setting and the threshold cut applied. If 
we apply a threshold cut of 3 a we obtain at a gain of about 
4.5x10^ an efficiency of better than 98%, and when we 
increase the cut to lOcr we obtain at the same gain an efficiency 
of slightly less than 90%. 



Fig. 5: (Color online) Variation of gain across the area of the 
GEM amplification module, measured across the pad plane at a 
medium stable gain setting. The v/y-axis show the dimensions 
along the GEM area in microns. The vertical axis shows 
the signal strength and varies slightly at few places, but in 
particular in one comer of the GEM significantly. We suspect 
that a non-uniform separation between the GEM layers along 
the mounting posts might be responsible for this behavior. 

IV. Test-Beam SLAC-ESTB 

A. Setup 

The detector prototype setup was driven by truck to SLAG 
and set up in the beam line of SLAG ESTB. The vessel was 
sealed and a low flow of dry gas (several turns per day) was 
maintained during the trip from New York to California. The 
main task was to test the functionality of the detector prototype 
with single electrons. Electrons saturate the Cerenkov angle at 
already very low energies, hence no velocity measurement of 
the electrons was necessary. 

For the test-beam operation of the RICH detector prototype a 


5 Hz, 9 GeV electron beam was collimated into the test-beam 
area. With 70% probability the electron bursts were empty (no 
electrons). That means that to a large extent bursts with two or 
more electrons were excluded. For triggering and selecting in 
the analysis stage a plastic scintillator and Lead-Glass (PbGl) 
calorimeter were placed downstream and included into the 
data acquisition via a DRS4 chip-based readout system ca. 
Signals from these devices were used to identify and reject 
spills with other than one electron incident on the RICH. 

B. Results 

Data were collected for about 80 hours of beam-time. Each 
run consisted of roughly 30 minutes. Events were triggered by 
the beam clock, i. e., all events during the spill were collected. 
This allowed for about 9000 events to be recorded for each run. 
Events that contained single electrons were filtered by using 
scintillator and calorimeter information. This was obtained by 
selecting events according to a correlation between scintillator 
pulse height and calorimeter pulse height; see Eig. 

Data were analyzed according to the identification and the 
measurement of the ring diameters. A pattern recognition 
algorithm was used to identify the pads that were producing 
the ring and a fitting procedure was used to determine the 
position and diameter of the ring {x,y,d}. 



Lead Glass Pulse Height (mV) 

Eig. 6: (Color online) Correlation of pulse heights of scintil¬ 
lator and PbGl calorimeter. The prominent region corresponds 
to pulse heights that originate from single electrons. 

1) Combinatorial Hough Transform: A combinatorial 
Hough transform (CHT ifTTll ) algorithm has been applied 
to identify all possible hit combinations that make up a 
ring. The ring parameters were determined by choosing the 
most probable combination of the {x,y,d}-triplet. A typical 
example of a ring that is taken as input for CHT can be seen 
in Fig. 0 

Hits outside the expected ring region were identified as 
background. This was confirmed with the test-beam campaign 
at Eermilab in conjunction with tracker data, where shadow 
track hits appeared. It was found that cross-talk between 
neighboring channels in the APV readout was responsible for 
this background. 
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Fig. 7: (Color online) One of the first Cerenkov rings recorded 
at the ESTB. Clearly visible is the shape of the ring and 
because the GEM cascade was operated in forward bias the 
minimum ionizing part of the electron can be seen in the center 
of the ring. This single ring shows ’’gaps” which are purely 
due to photon statistics. 



Background was determined by a procedure that subdivided 
the readout board into four quadrants so that each APV25 
card could be considered individually. In each column of 
a single quadrant a signal was accepted, i.e., not to be 
background if it registered with a charge above the pedestal 
value plus a predetermined width (a) and if it was the hit with 
the largest value in its half-column of pads. This procedure 
guaranteed that only a maximum of one hit was present 
within a single column of each quadrant. This algorithm 
apparently lowers the count of pads for a ring compared 
to the photon count. A Monte Carlo study was performed 
to estimate a possible degradation because of this rejection cut. 

2) Charge distribution: Charge deposits on readout pads, 
the number of Cerenkov-photons produced, and the number 
of photoelectrons released have been investigated. A charge 
spectrum has been obtained according to Fig. the upper 
graph represents the classic pulse height distribution behavior 
according to an exponential form at lower gains, and the lower 
graph represents a Polya distribution at higher gains ca. 

The number of responding pads saturates at large gain at 
a value around 9. The number of responding pads did not 
necessarily correspond to the number of photons that were 
contributing to the signals on the pads. For instance, one 
photon could lead to a response on two pads, or two photons 
could lead to a response on one pad only. A Monte Carlo sim¬ 
ulation was performed to compare with the measured number 
of photons. It took into account the transverse diffusion of the 
charge cloud during the amplification process, the wavelength 
dependence of the refractive index of CF 4 , resulting in a 
Cerenkov-angle as a function of wavelength, as well as a 
weighting effect for the Cerenkov intensity according to Eq. 
The angular dispersion of the Cerenkov angle as a result 
of chromatic dispersion was found to be (Jq^/Bc ~ 2.5% 
(Fig.|g. Furthermore, it was found that on average 9 photons 



Fig. 8 : (Color online) Charge spectrum for various gain set¬ 
tings. Upper: two rather low gain settings show the exponential 
spectrum for deposited charge on pads and its increasing steep¬ 
ness of the slope. Fower: for higher gain settings saturation 
and firing of neighboring pads resulted which caused a low 
pulse height component to appear which was cut away. 


were contributing to the Cerenkov ring. This is in discrepancy 
to the expected number of photons, which was 16 based 
on Eq. and an overall quantum efficiency of about 65%, 
including photon absorption by the medium, reflectivity of 
the mirror and quantum efficiency of the photocathode. It is 
under investigation where this discrepancy is resulting from; 
it is possible that the quantum efficiency of the photocathode 
might have degraded during transport. The transport lasted 
four days across the country under relatively low gas flow. 
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Fig. 9: (Chromatic dispersion for the Cerenkov angle weighted 
according to Cerenkov intensity and quantum efficiency of a 
Csl cathode. 


For the Fermilab tests, the gas fiow was dramatically increased 
(few turns per hour instead of per day) and indeed, the photo¬ 
electron yield increased (see Sec. [V]). 

The size of the charge cloud along the amplification path 
can be calculated with a diffusion constant that has been 
determined with simulations programs GARFIELD CD and 
MAGBOLTZ (201. An extensive compilation for various gas 
compounds can be found at Saga University: ILC-TPC Gas 
Properties The transverse diffusion in CF 4 through five trans¬ 
fer gaps of each 1.6 mm yields atransv = 60 However, 
an “additional” diffusion was accomplished because of the 
misalignment of the hole pattern over the five GEM foils. This 
was calculated to be creole = 118 with a Monte Carlo 
method. Adding in quadrature one obtains a total transverse 
size of the charge cloud of a total = 132 pm. Fig. [T^ shows 



Fig. 10: Simulated Cerenkov angle for pions with momentum 
of 32 GeV/c in a CF 4 radiator. A Gaussian fit yields Oc = 
(33.2 + 1.0) mrad. 


the result of the simulation and the Cerenkov angle to be 33.2 
mrad with (tq^IOc = 3.0%. The measured Cerenkov angle 
and width is in excellent agreement with the simulation. 


V. Test-Beam FTBF 


A. Setup 


The main goal of the FTBF testbeam was to assess the de¬ 
tector performance for the identification of hadrons. Secondary 
particles were produced by 120 GeV/c proton beam indecent 
upon a target. The momentum range of the secondaries is 1- 
32 GeV/c, limited by the beamline optics. Although higher 
momentum secondaries are available from the ’’upstream 
target” most kaons produced upstream would have decayed 
before reaching our apparatus, limiting our experiment to the 
downstream target and a momentum of 32 GeV/c. 

The same setup as used at ESTB was used at ETBE. The Csl- 
coated GEM foil that has been used at SLAC was thoroughly 
washed off its Csl with de-ionized water and dried with 
alcohol. After this procedure a fresh Csl coating was applied 
to the same GEM. 

During the SLAC test, the rings were all intense enough that 
they could be used to self-determine their own centers. At 
Eermilab, some of the mass/momentum combinations were 
close enough to the Cerenkov threshold that one expects 
a rather low photon yield and these rings could not self- 
determine their own centers. To overcome this limitation, two 
10 X 10 cm^ triple-GEM tracking detectors were used. 

Eor discriminating particle species a differential Cerenkov 


counter provided by ETBE was used; see Eig. 11 Two photo¬ 
multipliers (PMT), labeled as “inner” and “outer” PMT can 
selectively be used, dependent on the ring diameter of the 
particle under consideration. The mirror M2 has a small hole in 
its center which allows small ring radii to pass onto inner PMT, 
else will be reflected to outer PMT and counted. The pressure 
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Pig. 11: (Schematics of the ETBE differential Cerenkov 
counter. 


of the radiator gas could be tuned so that with varying the 
threshold and ring diameter of the Cerenkov signals velocities 
of the different massive particles could be distinguished by 
selecting signals only from the inner, respectively outer PMT. 
The consequence of this setup is that kaons would give a signal 
in the inner PMT, pions in the outer PMT, protons in neither. 
The downstream target only provided ~ 1% content of kaons. 
Eor this reason, a trigger on the inner Cerenkov counter to 
take “kaon-only” data was developed. The running period was 
divided such that 50% of the clock time was dedicated to kaon 
trigger data. 

The Cerenkov threshold for kaons in CP 4 is ~ 16 GeV/c. 
ETBE was optimized for tunes in 5 GeV/c increments which 
allowed for three beam momenta useful for collecting data: 
20 GeV/c, 25 GeV/c, and 32 GeV/c. 

























B. Results 


For intense rings, well above the Cerenkov threshold, it is 
possible to determine the ring center using the ring itself. 
The tracker/mirror alignment was fine-tuned by plotting the 
correspondence between the self-determined ring center with 
the direction vector of the tracks from the trackers. Once 
the system was aligned (using only intense rings), rings 
of any intensity were found solely based upon the tracker- 
determined ring center. Histograms with responding pads for 




Fig. 12: (Color online) Distributions for the number of re¬ 
sponding pads for various particles. Lower right: dependence 
of the smO squared, which corresponds to the squared ring 
diameter, on number of responding pads. 


pions, kaons, and protons can be seen in Fig. in the upper 
two graphs and left lower. The lower right graph there shows 
the expected linear scaling (see Eq. of the photon yield 
with Oc- A yield of 12 photons per ring for the pion 
sample can be concluded from these data. This is in better 
agreement with 16 expected photons per ring at saturated 
ring diameter. The particle identification was performed by 
comparing the Cerenkov angles measured for known particles 
at known momenta. As one can see in Fig. the separation 
for most abundant particles in a collision experiment is very 
well achieved. 

The peaks in Fig. can be well understood in terms of angle 
and width. The angle is determined by the particle velocity. 
The upper panel of Fig. shows the correlation between 
the measurement converting the Cerenkov angle to a ring 
radius and the calculation with the best fit index of refraction 
n^=1.00055 (in agreement with published results 01 ). The 
lower panel of the same figure shows the expectation for 
the width accounting for dispersion in the gas, segmentation 
of the RICH, momentum spread Sp/p = 5% of the FNAL 
beam line (fit as a free parameter), and a constant term 
of 240 pm from the fit to account for all other factors. 
It is assumed that the imperfection of the fit in that panel 
is infiuenced by the momentum spread which was assumed 
to be a constant fractional error, but might vary between 
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Fig. 13: (Color online) Particle identification with the RICH 
detector prototype. Shown are measured Cerenkov angles and 
Gaussian fits of their distributions, according to the particle 
species at corresponding energy. Note, that all three graphs 
show contributions of all three particle species (tt, K, p) and 
thus ’’noise” for the proton distribution in the upper two panels 
where the proton should not appear. 


different beamline momentum settings. Despite excellent pion- 
kaon separation out to 32 GeV/c, segmentation of our current 
prototype (5 mm pads) is nonetheless a significant limiting 
factor in the ring radius resolution. Because the test beam 
results are well understood, we can use these results to 
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Fig. 14: (Color online) Upper: expected Cerenkov ring radius 
compared to measured radius based on results in Fig. The 
calculated values were obtained with converting cos{0c) = 
l/{nrl3) into a radius and varying such that the linear fit 
gives the best agreement between calculated and measured 
quantities. Lower: expected width accounting for various phe¬ 
nomena (see text). Note: the drawn line is visualizing the trend 
of the measured widths and is not a fitted function. 


calculate the pion-kaon separation expectation as a function 
of photon position resolution (changing only the segmentation 
term to other pad patterns that result in better position resolu¬ 
tion and keeping all other width contributions as measured). 
Fig. [T^ shows the separation power based on various readout 
structures that provide a certain position resolution of pads 
(cr = 500 yum, 300 yum, 150 yum respectively) for the photons 
of the Cerenkov ring. The worst assumptions that went into 
the lower panel of F ig, were applied to the calculation 
of the points in Fig. |15| If one considers 2.5cr separation, 
which seems to be sufficient because of the expected sample- 
purity of identified hadrons for the EIC physics program, for 


discriminating pions from kaons one can see in that figure that 
the hexagonal readout pads used for this detector prototype 
will provide separation for momenta up to 45 GeV/c, but for 
500 yum resolution separation can be achieved up to p % 60 
GeV/c, more than required for the EIC physics program. One 
can improve the position resolution to 500 yum and better 
by achieving charge sharing on readout structures. Further 
improvements in photon position resolution are not useful 
since the detector then becomes limited by dispersion in the 
gas. 
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Fig. 15: (Color online) Pion and kaon separation power: the tt- 
K separation is defined as the distance from peak to peak in the 
TT- respectively K-distributions, taken from Fig. [T^ divided by 


the average of the widths of their distributions. The separation 
power is increasing when going from hexagons used in this 
setup to pads with increasing position resolution. 


VI. Conclusion 

A RICH detector prototype with unique technologies, 
quintuple-GEM readout structure and dielectric mirror was 
successfully tested and operated at two test-beam facilities. 
The first test beam campaign confirmed the proof-of-principle 
test and validated a set of basic observations as expected 
which was the measurement of a Cerenkov ring with sufficient 
number of photons and with a well determined Cerenkov 
angle, despite the fact that the number of photons was lower 
than calculated. The second test beam campaign provided 
the separation of various common particle species in collider 
experiments (tt, K, p) up to momenta of 32 GeV/c. Very 
promising results have been obtained, to name one, the rather 
short radiator size of a RICH but still capable to separate 
various particle species in the forward direction of collider 
experiments up to high momenta. One important result is the 
observation of required position resolution for photon detec¬ 
tion to maintain a good separation power in real experimental 
conditions. The verification of that statement is the subject 
of further R&D into an improved readout structure for the 
RICH-detector and subsequent test in beam. 
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